[Safety of magnetic resonance imaging after coronary stenting].
Magnetic resonance imaging (MRI) is contraindicated to some patients with certain types of metallic devices and implants (e.g. cerebral surgical clips, defibrillators). There are some controversies concerning safety of MRI in patients with metallic coronary stents in cases when MRI examination is performed earlier then one month after stent implantation. Analysis of published data has shown that MRI performed with systems having field strength up to 3 Tesla does not cause migration and heating of both bare and coated stent and is not associated with increased risk of coronary artery thrombosis. MRI can be performed safely in first days after coronary stent implantation. Small local artifacts on MRI images do not influence interpretation of the data (except for cases of coronary magnetic resonance angiography).